[Characteristics of the organization of clinical laboratory using modern hematological analyzers].
Large treatment and prophylaxis multiprofile centers should be equipped with several devices with different potentials. Rational use of the potentials of modern hematological analyzers requires use of venous blood samples. Complete hematological analyzers, such as Cobas Vega, can minimize visual assessment of the leukocytic formula. Effective clinical application of the entire complex of parameters offered by the analyzers and introduction of these devices in practice involve upgrading of all laboratory workers.